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STL St. Louis

CASE NARRATIVE sn st. Louis

Bechtel Hanford Incorporated
3190 George Washington Way
Richland, Washington 99352

August 22, 2001 .
Attention: Joan Kessner

Project Number . 43149
SDG . W03560
Number of Samples . one
SAF . C01-037
Sample Matrix water
Data Deliverable . Summary
Date SDG Closed July 31, 2001

H. Introduction

On July 19, 2001, one water sample was received by STL-St Louis for chernicai analysis. The sample was
received at a temperature of 22 degrees C. Review the COC and CUR fomLs for any variations In sample
temperature or condition when received at the lab. See the attached Sample Summary sheet for the dient
and lab Ids for these samples.

III. Analytical Resufte/ Methodology

The analytical results for this report are presented by analytical test. Each set of data indudes sample
identification Information, analytical resu4s and the appropriate detection IimRs. This report is incomplete
without the Case Narrative. Samples are reported "as received"; i.e. wet weight, unless otherwise noted on
the data sheets.

Analyses requested: see attached Methods Summary Sheet

Deviation from Request: Method 82608 was performed in place of 8240.

N. DefirNtions

The Palbwing codes are used to denote laboratory quality control samples and can be found in the data
summary section of this report:

QCBLK- Quality Control Blank, Method Blank
Q0.CS- Quality Control Laboratory ContrW Sample, Blank Spike
MS- Matrix Spike
DUP- Matrb(Duplimte
MSD- Matrix Spike Duplicate

STL St Louis Is a part of Severn Trent Laboratoiles, Inc.

Tnm 4 F9C')f1(1'JGQ



STL St. Louis

Bechtel Hanford Incorporated
August 22, 2001
Project Number: 43149
SDG: W03560
Page 2

V. Comments

sTL St Louis

General: The tenn "Detectfon Limit" used In the analydcal data reports refers to either the
lab's standard reporting limits or contractually required reporting iimits, whichever
is applicable.

Please n:fer to the attached aoss-reference table for the standard preparation
methods used at Quanterra, St. Louis.

VA: A Laboratory Control Sample, Method Blank, Matrix Spike and Matrix Spike
Duplicate were analyzed with each preparation batch per the protocol for this
anatysis,

The initial anaysis of the sample, done in holding time, showed levels of Carbon
Tetrachbride that exceeded the calibration range of the Instrument The sample
was re-analyzed, with dilution, outside of holding time. The two runs match; the
holding time violation did not affect the analysis.

I oerttfy that this Data package is In compliance with the SOW, both Lechnicaliy and for oompleteness, for
other than the conditions detaAed above. Release of the data contained in this hard copy data package has
been authorized by the Laboratory Manager or a designee, as verified by the following signature.

Reviewed and approved:

401"^ t1/^

Mard Ward
St. Louis Project Manager

STL St Louis is a part of Severn Trent Laboretories, Inc.

T,nm # FlC200264



STL St. Louis

SAMPLE SUMMARY

B1G200264

SAMPLED SAMP

WO # SANPLE# CLIENT SAMPLE ID DATE TIME

EGPRO 001 B126N9 07/17/01 09:52

NOW (S) :
no mdytipl remin of the umpba Wad above ue pmeamd on Wa tolloMn` po4a.

-All ralaladum ane perfarmed bebre ramdlnt ro avold round'otr errme in Wal+oed rwdu.

- pewln now r'ND' wae not darcrd u a than the sqmd Had,

• This report muat not be repruduad, except In Nll, wi0wur the arNeo approval of Cie 4bon®ory.

- RemJn for the iolbaMY parammm are nevs'eporced an a dry weip bub; cobr. eorrWviry, dendry.lWhpoin[. ipUabWry, 4yert, odor.

p.im Olafr teeq, p11, poradty preewre, rextlviry, radox pomndal. epeci0c gravHy, spot rom. eotlds, eolubOky. lempname, vbmdry, and wdyM.

LOT # F1G200264



STL St. Louis

SUMMARY

F1c200264

ANALYTICAL PRSPARATION

PARAMETER METHOD METHOD

volatile Organics by GC/MS

References:

SW846

SW846 8260B SW846 5030B/826

"Test Methods for Evaluating Solid Waste, Physical/chemical

Methods", Third Edition, November 1986 and its updates.

LOT # F1G200264



STL St. Louis

PSL20300

Page 1

SEVERN TRENT LABORATORIES, INC Run Date: 7/20/01

CLIENT ANALYSIS SUMMARY Time: 25:14:24
STL St. Louis User Id.: WILSONS

CLIENT; 127642 BECHTEL HANFORD, INC.

PROJECT MANAGER: MARTI WARD

PROJECT #: 200 UPI IAM GW

REPORT TO: Joan Kessner

P.O. NUMBER: MRC-SBB-A-19981

SITE: C01-037

AMOUNT REC"D: 3X40

STORAGE LOC: V4E

LOT COMMENTS:

MATRIX: WATER

SAMPLE ID: B126N9

QC PACKAGE: Report

SAMPLE COMMENTS:

Beginning Depth: .00 Endiag Depth:

**+*. ANALYSIS *****

Volatile Organics, GC/MS (82608)

PURGE AND TRAP - 25 mL purge ( Waters)
(I-25-QK-5I) EGPRO-1-AA Protocol: A

QUOTE/SAR #: 43149

LAB ID: F-1G200264-001

WORK ORDER: EGPRO

RECEIVING DATE: 7/19/01

SAMPLING DATE: 7/17/01

ANALYTICAL DUE DATE: 8/17/01N

REPORT DUE DATE: 8/31/01
PRIORITY: 29

SAMPLING TIME: 9:52

RECEIVING TIME: 8:10

SDG# : W03560

00

WRK REQUEST EXTRACTION ANALYSIS
LOC DATE EXP DATE EXP DATE

06 7/20/01 0/00/00 7/31/01

QC Prograrti: CLIENT: HANFORD

LOT # FIG200264



.STL St. Louis

Fax message/cover sheet

stt St. Louis
13715 Flder Trail North
Earth City, MO 63045

Tel 314 298 8566
Fax 314 298 8757
www.stFiM.com

joQf) kqSSritl"'

70: "Do} S+eWart Fax:

Company: SubJect:

From: YY) (,4)OV1'^ Pages:

Date: -7 - 014• 01

C O C., for UJ D35(o 0 CAI- 0 37 - t..'. ^ ece ^ ve ct 6^J,

5r16v^s

ConfldaudaUb Nodess The inabmudon contsined in the Facsimiie massaqe is privileged and contidentfe/ iniortmdon intended only ior the
use of the addemee. If the raada of this messaye is not the intended reoipient. or the employee or agent responsible to deliver it to the intended
empierm you us hmeby notified that any disuminavon. disaribution or copying of this comnwnicadon is snieny pcohibited. If you have
received this communieation in arrer, plesse notify us Immedistely by celephone and aiease return : ne onginal nussaqe to us at :he ineve
uddress OR the US. Posal Servroe.

STI. SL Loun is a pan Of Sevem Trent taboratones. Inc.

LOT # F1G200264
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PNNL CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST
O.C.M

C01-037-4

Page of 1

I or•
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AF No. wPBap Or(^le Purckcre OrderJChust Code
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PECIALINSTR(ICf1ONS HeldTirt TotdAqivuyEzemptfon:
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Condition Upon Receipt Form
St. Louis Laboratory .

Clieat_p^[d1y + - Data: O7NeI T^e: O^i^

^No' ._._.-^

ShippedNo:7 0464827052 ^/^?i.1(,^^ COGRFA Numbeis: /-D.37 41

CondittonNariance (Cirele "Y" for yes and "N" for no. If "N" Is dreled, see notes for ezplaaatlon):

1. N 3emple raeived'm oodmo•gad eond[tion. S. N Sample voWme sufficieot for saulyais.

2.. Y® Sannple mxived witlJn 4C t 2C' 6. N ' Saeple received with CLatn ofCusoody.

Record tanperaanm 27 7. (^I C6eia ofC^aoody^a,mple IDs on eontsim^a

3. Y N® Somple received with prWer pH". 8. QN Cosoody seal [eaived foteR and tampar evident oncooler.

4 & Smple received in proper conteineraa. 9. N Glmtody seel received'mnct and tanper evideat on bottles.

• Temperatnre Vaiance Don Not Affect the Following Aoalyaes:

•' For DOEAL (Panta.l.APll, Sondla, 71met) sites, remember to pH all containers reodved, except for VOA, TOX, and soBs.

Notea:

y

Corrective Action:

q ClienCs Name: Infortned verbally on: By.

q Clienls Name: Infom>ed in writing on: By:

q Saaqle(s) pmoces"d 'as it

q Ssmple(s) on bold wnil: Itreleased, notify:

Semple Cnntrol Sopervisor tor designote) Review:^ Ikte 7 D

Pro;eat Managanrnt &aview. pete 7 a 7 0

SIGM6D ORIG@IAL MUSP BB RSiAVM IN THE PA.OJBC[ PQ,E
THIS FORM MUST BE COMPL6TBD AT THE TUSB THE rPEMB ARL BBDIG CHECXXD

IF ANY IT&M IS CO0IPLETED BY SODZONL OTHCR THAN THE INTI7ATOR, THF,N TBAT PSRSON IS BBQUMED TO APPLY THEIIt
INfl7AI.S AND TB:E DATE NERT TO THAT ITBM

SL-ADMQJ-0004, Revixd SlZ4/01

159 \\QstlmoOS^qa\FORMSISTdAl1ISVADMIIJ\Adntin004 mv_S 2401.doc

LOT # F1G200264
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STL St. Louis

B$QT$L SEINFORD, INC.

Client Sample ID: B126N9

GC/MS Volatiles

Lot-SaIDple #...: F1G200264-001 Work Order #...: EGPROlAA

Date Sampled...: 07/17/01 Date R.eceived..: 07/19/01

Prep Date...... : 07/24/01 Bnalysis Date..: 07/24/01

Prep Batch #...e 1206263 Analysis Time..: 19:14

Dilution Factor: 1

!lethod.........o SW846 8260B

Matrix.........: WATER

REPORTING
PARAMETER RESULT LIMIT UNITS MDL
cis-1,3-Dichloropropene ND S.0 ug/L 0.16
Acetone 8.8 J 20 ug/L 4.0
Benzene ND 5.0 ug/L 0.23
Bromodichloromethane ND 5.0 ug/L 0.20
Bromoform ND 5.0 ug/L 0.24
Bramomethane O.S6 J,B 10 ug/L 0.23
2-Butanone ND 10 ug/L 0.70
Carbon disulfide ND 5.0 ug/L 0.30
Carbon tetrachloride 110 B 5.0 ug/L 0.23
Chlorobenzene ND 5.0 ug/L 0.28
Dibromochloromethane ND 5.0 ug/L 0.33
Chloroethane ND 10 ug/L 0.23
Chloroform 8.3 5.0 ug/L 0.23
Chloromethane ND 10 ug/L 0.26
1,1-Dichloroethane ND 10 ug/L 0.19
1,2-Dichloroethane ND 5.0 ug/L 0.17
1,1-Dichloroethene ND 10 ug/L 0.23
1,2-Dichloroethene ND 10 ug/L 0.33

(total)
1,2-Dichloropropane ND 5.0 ug/L 0.21
tran®-1,3-Dichloropropene ND 5.0 ug/L 0.32
Ethylbenzene ND 5.0 ug/L 0.35
2-Hexanone ND 20 ug/L 0.99
Methylene chloride ND 5.0 ug/L 0.37
Methyl isobutyl ketone ND 10 ug/L 1.3
Styrene ND 5.0 ug/L 0.33
1,1,2,2-Tetrachloroethane ND 5.0 ug/L 0.34
Tetrachloroethene ND 5.0 ug/L 0.57
Toluene ND 5.0 ug/L 0.33
1,1,1-Trichloroethane ND 5.0 ug/L 0.23
1,1,2-Trichloroethane ND 5.0 ug/L 0.31
Trichloroethone 3.7 J 5.0 ug/L 0.16
Vinyl chloride ND 10 ug/L 0.17
8ylenes (total) ND 10 ug/L 0.61

PERCENT RECOVERY
SURROGATE RECOVERY LIMITS
4-Bromofluorobenzene 93 (72 - 116)

Toluene-dS 97 (79 - 124)
Dibromofluoromethane 105 (71 - 128)

1,2-Dichloroethane-d4 104 (65 - 126)

(Continued on next page)

LOT # F1G200264 1



STL St. Louis

BBCH1'SL HANFOBD. INC.

Client Sample ID: B126N9

GC/MS Volatilee

Lot-Sample #...: F1G200264-001 Work Order 4...: EGPR0IAA Matrix......... : WATBR

J&tlmaed rcwk Reeuk is les than RL.

B 1de0W blaek conWNastlun. The madd[d mahoA bONc ooaemf Ne taqe[ amlyae at a mportWb L^l.

6 Fitimsted roWt. Rmk conefflIman ettade the caltbratlub tanje.

LOT # F1G200264



STL St. Louis

Lot-SacVle #: F1G200264-001

BSCHTBL SANFORD. INC.

8126N9

GC/M6 Volatiles

Work Order #; EGPR01AA Matrix: WATER

MASS SPECTROMETER/DATA SYSTEM (MSDS) TSrPl'ATIVSLY IDENTIFIED COMPOUNDS

PARFINJBTSR

None

ESTIMATED RETSNTION
CAS # RESULT TIME UNITS

ug/L

LOT # F1G200264 1-



STL St. Louis

MATRIX SPIRB SAMPLE DATA REPORT

GC/MS Volatiles

Client Lot #•..: F1G200264 Work Order #...: 8GPR01AC-MS Matrix ......... : WATER

MS,Lot-SaWle #: F1G200264-001 8GPR01AD -MSD

Date Samp1ed...: 07/17/01 Date Received. .: 07/19/01

Prep Date...... : 07/24/01 Analysis Date. .: 07/24/01

Prep Batch #•..: 1206263 Analysis Time. .: 19:48

Dilution Factor: 1

SAMPLE SPIKE MEASRD PERCENT

PARAMETER AMOUNT AMT AMOUNT UNITS RECOVERY RPD METHOD

Benzene NO 10.0 10.6 ug/L 106 SN846 8260B
19D 10.0 10.7 ug/L 107 1.2 SN846 82602

Toluene ND 10.0 11.3 ug/L 113 SN846 8260B
PD 10.0 10.8 ug/L 108 4.4 511846 84603

Trichloroethene 3.7 10.0 13.6 ug/L 99 SN846 826033
3.7 10.0 13.5 ng/L 98 1.1 511846 8260B

PERCENT RECOVERY

80ggOGATg RECOVERY LIMITS

4-Bromofluorobenzeae 95 (72 - 116)

92 (72 - 116)

Toluene-d8 112 (79 - 124)
106 (79 - 124)

Dibromofluoromethane 102 (71 - 128)

104 (71 - 128)

1,2-Dichloroethane-d4 102 (65 - 126)
106 (65 - 126)

liCY1B (S) :

Cakolufom are pet(urmed befom rauvding fo avoid munGOB enm in a4dated remin.

BoW prmt denaa cavrol p.^

LOT # F1G200264 14



STL St. Louis

BBCHTffi. BABP'OBD, INC.

Client Sample ID: B126X9

GC/1!S Volatiles

Lot-Saople #...: F1G200264-001 Work Order #...: 8GPR02AA

Date Sampled...: 07/17/01 Date Received..: 07/19/01

8rep Date ...... : 08/02/01 Analysis Date..: 08/03/01

Prep Batch #...: 1215339 Analysis Time..: 07:43

Dilution Factor: 5
Method......... : SW846 8260B

Matrix......... : WATER

REPORTING

PARAMETER RESULT LIMIT UNITS MDL

cis-1,3-Dichloropropeae ND 120 ug/L 0.80

Abetone ND 500 ug/L 20

Benzene ND 120 ug/L 1.2

Bromodichloromethane ND 120 ug/L 1.0

Bromoform ND 120 ug/L 1.2

Bromomethane ND 250 ug/L 1.2

2-Butanone ND 250 ug/L 3.5

Carbon disulfide ND 120 ug/L 1.5

Carbon tetraehloride 76 J 120 ug/L 1.2

Chlorobenzene ND 120 ug/L 1.4

Dibromochloromethane ND 120 ug/L 1.6

Chloroethane ND 250 ug/L 1.2

Chlorofoim 8.3 J 120 ug/L 1.2

Chloromethane ND 250 ug/L 1.3

1,1-Dichloroethane ND 250 ug/L 0.95

1,2-Dichloroethane ND 120 ug/L 0.85

1,1-Dichloroethene ND 250 ug/L 1.2

1,2-Dichloroethene ND 250 ug/L 1.6

(total)
1,2-Dichloropropane ND 120 ug/L 1.0

trans-1,3-Dichloropropene ND 120 ug/L 1.6

Ethylbenzene ND 120 ug/I. 1.8

2-Bexanone ND 500 ug/L 5.0

Methylene chloride 6.6 J,B 120 ug/L 1.8

Methyl isobutyl ketone ND 250 ug/L 6.4

Styrene ND 120 ug/L 1.6

1,1,2,2-Tetrachloroethane ND • 120 ug/L 1.7

Tetrachloroethene ND 120 ug/L 2.8

Toluene ND 120 ug/L 1.6

1,1,1-Trichloroethane ND 120 ug/L 1.2

1,1,2-Trichloroethane ND 120 ug/L 1.6

Trichloroethene 3.4 J 120 ug/L 0.80

Vinyl chloride ND 250 ug/L 0.85

Xylenes (total) ND 250 ug/L 3.0

PERCENT RECOVERY

SURROGATE RECOVERY LIMITS

4-Bromofluorobenzene 103 (72 - 116)

Toluene-d8 100 (79 - 124)

Dibromofluoromethane 105 (71 - 128)

1,2-Dichloroethane-d4 107 (65 - 126)

(Continued on next page)

LOT # F1G200264 1



STL St. Louis

B8C6PSL HAHFORD, INC.

Client Sample ID: B126N9

GC/1MS Volatilea

Lot-SaWle $...: F1G200264-001 Work Order #...: EGPR02AA Matrix.........: WATER

HOTS(S):

J P.-tlmtl:d mouR. Rearb is am dw Rl..

B MphaA blank wMamimtlca The aceociated meNod blank coouine the ntgp aowlyte as a mpurlabk b:vel.

LOT # F1G200264 1t



STL St. Louis

HBCHTSL BANFDRD, ISC.

H12sN9

GC/ItiS volatiles

Lot-Sample $: F1G200264-001 Work Order #: EGPR02AA Matrix: WATER

MASS SPECTROMETER/DATA SYSTEM ( MSDS) TENTATIVELY IDENTIFIED COMPOUNDS

PARAMETER
None

ESTIMATED RETENTION

CAS It RESULT TIME UNITS

ug/L

LOT It F1G200264 1



STL St. Louis

Client Lot #...:
MS Lflt-Sample #:

Date Smmpled...:

Prep Date...... :

Prep Batch #...:
Dilution Factor:

F1G200264

F1G200264-001
07/17/01
08/02/01

1215339

5

MATRIX SPIR6 SAMPLE DATA REPORT

GC/MS Volatiles

SGPRDIAE-MS Matrix......... : WATER
8GPR01AF-MSD
07/19/01
08/03/01
08:20

Work Order #...:

Date Received..:

Analysis Date..:
Analysis Time..:

SAMPLE SPIICS MEASRD PERCENT

PARAMETER AMOUNT ANT AMOUNT UNITS RECOVERY RPD MBTfiOD

Trichloroethene 3.4 50.0 54.6 ug/L 103 Sii846 8260B

3.4 50.0 54.4 ug/L 102 0.38 811846 8260B
BPAgme RD 50.0 52.9 ug/L 106 811846 82608

8D 50.0 51.0 ug/L 102 3.6 511846 81608
Tolupnp RD 50.0 51.1 ug/L 102 511846 82608

gID 50.0 52.9 ug/L 106 3.4 811846 8260B

PBRCffi1TT RECOVERY

SURROGATE RECOVERY LIMITS

4-Bromofluorobenzene 106 (72 - 116)

108 (72 - 116)

Toluene-d8 101 (79 - 124)
105 (79 - 124)

Dibromofluoromethane 102 (71 - 128)

103 (71 - 128)

1,2-Dichloroethane-d4 107 (65 - 126)

105 (65 - 126)

I710TB (S) :
Cakulsdoua arc performed betore rowding to aroW round-olf errore In ®ICulued requlu.

Bold print denotK ronuol pawmexts

LOT # F1G200264 1



STL St. Louis

METHOD BLABR REPORT

GC/MS Volatiles

C]3ent Lot #...: F1G200264 Work Order #...: EGV791AA

MB Lot-Sample #: F1G250000-263

Analysis Date..: 07/24/01

Dilution Factor: 1

PARAMETER

Bthylbenzene

Acetone

Benzene

2-Butanone

Carbon disulfide

Carbon tetrachloride

Chloroform

1,1-Dichloroethane

1,2-Dichloroethane

Nethylene chloride

Methyl isobutyl ketone

Tetrachloroethene

Toluene

1,1,1-Trichloroethaae
1,1,2-Trichloroethane

Trichloroethene

vinyl chloride

Xylenes (total)

Bromodichloromethane

Bromoform

Chlorobenzene
Dibromochloromethane

Chloroethane
Chloromethane
1,1-Dichloroethene
1,2-Dichloroethene

(total)
1,2-Dichloropropane
c1s-1,3-Dichloropropene

trans-1,3-Dichloropropene

2-Hexanone
Styrene
1,1,2,2-Tetrachloroethane

Prep Date ...... : 07/24/01

Prep Batch #...: 1206263

Matrix......... : WATER

Analyeis Time..: 14:16

REPORTING

RESULT LIMIT UNITS METHOD

MD 5.0 ug/L SW846 8260B

MD 20 ug/L SW846 8260B

ND 5.0 ug/L SW846 8260B

ND 10 ug/L SW846 82608

ND 5.0 ug/L SW846 82608

NO 5.0 ug/L SW846 82608

ND 5.0 ug/L SW846 8260B

ND 10 ug/L SW846 82608

ND 5.0 ug/L SW846 8260B

1.1 J 5.0 ug/L SW846 8260B

ND 10 ug/L SW846 8260B

MD 5.0 ug/L SW846 8260B

MD 5.0 ug/L SW846 8260B

MD 5.0 ug/L SW846 8260B

ND 5.0 ug/L SW846 8260B

ND 5.0 ug/L SW846 8260B

ND 10 ug/L SW846 8260B

MD 10 ug/L SW846 82608

MD 5.0 ug/L SW846 82608

ND 5.0 ug/L SW846 8260B

0.97 J 10 ug/L SN846 8260B

ND 5.0 ug/L SW846 8260B

HD 5.0 ug/L SW846 82608

ND 10 ug/L SW846 8260B

0.57 J 10 ug/L SN846 8260B

ND 10 ug/L SW846 8260B

ND 10 ug/L SW846 8260B

ND 5.0 ug/L SW846 8260B

ND 5.0 ug/L SW846 82608

MD 5.0 ug/L SW846 8260B

ND 20 ug/L SW846 8260H

ND 5.0 ug/L SW846 8260B

ND 5.0 ug/L SW846 82603

PERCENT RECOVERY

SURROGATE RECOVERY LIMITS

4-Bromofluorobenzene 95 (72 - 116)

Tolueae-d8 94 (79 - 124)

Dibromofluoromethane 96 (71 - 128)

1,2-Dichloroethane-d4 91 (65 - 126)

(Continued on next page)

LOT # F1G200264 19



STL St. Louis

10318UD BLAPR REPORT

GC/MS Volatilea

Client Lot #...: FIG200264 Work Order #...: 8dV791AA Matrix......... : WATER

HoTS (s) :
cakulaoom are pulmmee bdore rounemy w avuid .wnd.na nrora in ealwl.W mwn.

I Eiumued tdYlt. RCWIt u kae than RL.

LOT # F1G200264 2



STL St. Louis

BSCHTSL WINFORD. INC.

Method Blank Report

GC/MS Volatiles

Lot-Sample #: F1G250000-263 B Work Order #: EGV791AA Matrix: WATER

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDSIVTIFIBD COMPOUNDS

PARAMETER

None

ESTIMATED RETENTION
CAS # RESULT TIME UNITS

ug/L

LOT # F1G200264 2



STL St. Louis

IJIBORATORY CONIROL SAMPLE DATA REPORT

GC/MS Volatiles

Client Lot #...:

LCS Lot-Sasiple#:

Prep Date...... :

Prep Batch #...:

Dilution Factor:

F1G200264 Work Order #...: EGV791AC

F1G250000-263

07/24/01 Analysis Date..: 07/24/01

1206263 Analysis Time..: 14:52

1

Matrix......... : WATER

SPIKE MEASURED PERCENT
PARAMETER AMOUNT AMOUNT UNITS RECOVERY METHOD
Benaene 10.0 10.3 ug/L 103 SN846 8260B
Toluene 10.0 10.0 ug/L 100 Stt846 8260B
Trichloroethene 10.0 9.86 ug/L 99 SB846 8260B

PERCENT RECOVERY

SURROGATE RECOVERY LIMITS

4-Bromofluorobenzene 92 (72 - 116)

Toluene-d8 100 (79 - 124)
Dibromofluoromethane 103 (71 - 128)
1,2-Dichloroethane-d4 99 (65 - 126)

BOTS(S):

Cskulatiom are pertmmed befine rounAln{ to avo1E roundolt erton In akuhoed Rmtltt.

BoW prin[ d^ convol pamafen

LOT # F1G200264 2%



STL St. Louis

METBCD BLAPR REPORT

GC/FIS volatiles

Client Lot #...: F1G200264 Work Order #...: EHGC11AA

14a Lot-Sample #: F1H030000-339

Analysis Date..: 08/03/01

Dilution Factor: 1

PARAMETER

Acetone

Beazene

Bromodichloromethane

Bromoform
Bromomethane
2-Butanone

Carbon disulfide

Carbon tetrachloride

Chlorobenzene
Dibromochloromethane

Chloroethane

Chloroform
Chloromethane
1,1-Dichloroethane
1,2-Dichloroethane
1,1-Dichloroethene
1,2-Diehloroethene

(total)
1,2-Dichloropropane
cia-1,3-Dichloropropene
trans-1,3-Dichloropropene
Ethylbenzene
2-Hexanone
Methylene chloride

Methyl isobutyl ketone

Styrene
1,1,2,2-Tetrachloroethane
Tetrachloroethene

Toluene
1,1,1-Trichloroethane

1,1,2-Trichloroethane
Trichloroethene
Vinyl chloride
Xylenes (total)

SURROGATE
4-Bromofluorobenzene

Toluene-de
Dibromofluoromethane
1,2-Dichloroethane-d4

Prep Date......: 08/02/01

Prep Batch #...: 1215339

Matrix......... : WATER

Analysis Time..: 04:41

REPORTING

RESULT LIMIT UNITS METHOD
ND 100 ug/L SW846 8260B
ND 25 ug/L SW846 8260B
ND 25 ug/L SW846 82608
ND 25 ug/L SW846 8260B
ND 50 ug/L SW846 82608
ND 50 ug/L SW846 8260B
ND 25 ug/L SW846 82608
ND 25 ug/L SW846 8260B
ND 25 ug/L SW846 82608
ND 25 ug/L SW846 8260B
ND 50 ug/L SW846 8260B
ND 25 ug/L SW846 8260B
ND 50 ug/L SW846 82608
ND 50 ug/L SW846 8260B
ND 25 ug/L SW846 8260E
11D 50 ug/L SW846 8260B
ND 50 ug/L SW846 8260B

ND 25 ug/L SW846 8260B
ND 25 ug/L SW846 8260B
ND 25 ug/L SW846 8260B
ND 25 ug/L SW846 8260B
ND 100 ug/L SW846 82608
1.4 J 25 ug/L SW846 82608
ND 50 ug/L SW846 8260B
ND 25 ug/L SW846 8260B
ND 25 ug/L SW846 8260B
ND 25 ug/L SW846 8260B
ND 25 ug/L SW846 8260B
ND 25 ug/L SW846 8260B
ND 25 ug/L SW846 8260B
ND 25 ug/L SW846 82608
ND 50 ug/L SW846 82608
ND 50 ug/L SW846 8260B

PERCENT RECOVERY
RECOVERY LIMITS
97 (72 - 116)
94 (79 - 124)
97 (71 - 128)
102 (65 - 126)

(Continued on next page)

7.nT 4 F1G200264 2



STL St. Louis

GC/M.4 Volatilea

Client Lot #...: F1G200264 Work Order #...: 8HGC11AA Matrix......... : WATSR

Nars ceI :
CslaladoM,ro a,rmro:a befae rwmft w,roia roe,aonMro„ In akuLVM .«ub.
, ENimmd ^lt RsWt is lep than RL.

LOT # F1G200264 2



L St. Louis

BECHTSL HANP'ORD. INC.

Method Blank Report

GC/MS Volatiles

Lot-Sample #: F1H030000-339 B Work Order #: EHOCIIAA Matrix: WATER

MASS SPECTROMETER/DATA SYSTEM (MSDS) TENTATIVELY IDENTIFIED COMPOUNDS

PARAMETER

None

ESTIMATED RETENTION

CAS # RESULT TIME UNITS

ug/L

i,nT # F1G200264 2!



F

St. Louis

LABORATORY CONTROL SAMPLE DATA REPORT

GC/MS Volatilee

Client Lot #...:

LCS Lot-Sample¢:

Prep Date...... :

Prep Batch #...:
Dilution Factor:

F1G200264 Work Order #...: EHGCIIAC-LCS Matrix......... : WATER

F1H030000-339 EHGC11AD-LCSD

08/02/01 Analysis Date..: 08/03/01

1215339 Analysis Tfine..: 05:17

1

SPIKE MEASURED PERCENT

PARAMETER AMOUDIT AMOUNT UNITS RECOVERY RPD METHOD

BenyPTp 10.0 10.4 ug/L 104 891846 82608

10.0 10.5 ug/L 105 0.47 SW846 82608

Toluene 10.0 10.2 ug/L 102 8N846 82608

10.0 10.6 ug/L 106 3.4 511846 8260B

Trichloroethene 10.0 10.6 ug/L 106 SIf846 82608

10.0 10.8 ug/L 108 1.2 811846 8260B

PERCENT RECOVERY

SURROGATE RECOVERY LIMITS

4-Bromafluorobenzene 101 (72 - 116)

105 (72 - 116)

Toluene-d8 100 (79 - 124)

103 (79 - 124)

Dibromofluoromethane 100 (71 - 128)

102 (71 - 128)

1,2-Dichloroethaae-d4 102 (65 - 126)

102 (65 - 126)

lHYPB(S):

Cakolatlooc an perturvnC hetom rwndhtp to avoid rouna^oft errua In akWaed mWa.

BoW prln d^ conaol prameao

LOT # F1G200264
2E
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SDR # B01-092
Revision #: 0
Date Initiated: 07125101

SAMPLE DISPOSITION RECORD

SAF: C01-037

OU: 200-UP-1

Project ID: UPIJUL01

Task ID: I
Sampling Event: UP1JUL01

Laboratory: Severn Trent Incorporated

Task Manager: J. V. Borghese

Sampling Information:

Number of Samples: 1

ID Numbers: B126N9

Matrix: WATER

Collection Date: 07/17/01

Issue Background:

Class: ® Project Data Use q General Laboratory q Validation Direction Management

Direction Direction

Type: Incorrect Sample Preservation

Description: Cooling Requirement for VOA Analysis Not Met

Disposition:

Description: The listed sample arrived at the laboratory at a temperature above the 4 t 2° C
cooling requirement for VOA. Loss of cooling was apparently due to a one-day delay in the
airborne carrier delivering the sample container to the laboratory. The laboratory will proceed
with the VOA.

Justification: The Groundwater/Vadose Zone project will evaluate the VOA data for impacts of
the loss of cooling for this sample, and if required, document the impact in applicable reports.

Approval Signatures:

S. J. Trent O//0 Ul
Project Coordinator (P nt/Sign Name Date

J. V. Borghese " (F
Task Manager (Print/Sign Name) Date

v

BHI-EE-109 (02/99)



Analytical Data Package Prepared For

Bechtel Hanford

Radiochemical Analysis By

STL Richland

2800 G.W! Way, Richland, Wa 99352, (509) 375-3131

Assigned Laboratory Code: STLRL

Data Package Contains ga Pages

Report No.: 17877

SDG No. Order No. Client Sample ID(List Order) Lot-Sa No. Work Order Report DB ID Batch Na

W03560 C01-037 6126N9 J16170277-1 EGG8C1AC 9EGGBCIO 1220383

B126N9 J1G170277-1 EGG8C2AA 9EGG8C20 1270535

^a^^ A

S7L Richland

^,i yrptSTLRchTitle v3.73
0
0 0 0



CERTIFICATE OF ANALYSIS

Bechtel Hanford, Inc.
3350 George Washington Way
Richiand, WA 99352

October 9, 2001

Attention: Joan Kessner

SAF Number
Date SDG Closed
Number of Samples
Sample Type
SDG Number
Data Deliverable

1. Introduction

C01-037
July 31, 2001
One (1)
Water
W03560
45-Day / Summary

STL Richland

2800 George Washington Way

Richland, WA 99352-1613

Tel: 509 375 3131

Fax: 509 375 5590

www.stNnc.com

On July 31, 2001, one water sample was received at STL Richland (STLR) for radiochemical
analysis. Upon receipt, the sample was assigned the following laboratory ID number to
correspond with the Bechtel Hanford, Inc. (BHI) specific ID:

STLR ID# BIII ID# MATRIX DATE OF RECEIPT
9EGG8C10 B126N9 WATER 7/17/01

H. Analytical Results/Methodology

The analytical results for this report are presented by laboratory sample ID. Each set of data
includes sample identification information, analytical results and the appropriate associated
statistical errors.

The requested analyses were: Liquid Scintillation Counting
Technetium-99 by method RICH-RC-5078
Total Uranium
Total Uranium by method RICH-RC-5058

STL Richland is a part of Sevem Trent Lataratorles, Inc. 0 0 0 o0`2



Bechtel Hanford, Inc.
October 9, 2001
Page 2

III. Quality Control

The analytical results for each analysis performed under SDG W03560 include a minimum of
one Laboratory Control Sample (LCS), one method (reagent) blank, and one duplicate sample
analysis. Any exceptions have been noted in the "Comments" section.

QC and sample results are reported in the same units.

W. Comments

Liquid Scintillation Counting
Technetium-99 by method RICH-RC-5078:
The LCS, batch blank, sample, sample duplicate (B126N9) and sample matrix spike (B126N9)
results are within contractual requirements.

Total Uranium
Total Uranium by method RICH-RC-5058:
The batch blank result was greater than the CRDL; the batch was reanalyzed. The LCS, batch
blank, sample, sample duplicate (B126N9) and sample matrix spike (B126N9) results for the
reanalysis batch are within contractual requirements, and the data are accepted for reporting.

I certify that this Certificate of Analysis is in compliance with the SOW, both technically and for
completeness, for other than the conditions detailed above. Release of the data contained in this
hard copy data package has been authorized by the Laboratory Manager, or a designee as verified

by the following signature.

Reviewed and approved:

^L
J 'e Waddell
rojectt Manager

0000 J3



Drinkina Water Method Cross References
DRINKING WATER ASTM METHOD CROSS REFERENCES

Referenced Method Isotope(s) STL Richland's SOP number

EPA 901.1 Cs-134, 1-131 RICH-RC-5017

EPA 900.0 Alpha & Beta RICH-RC-5014

EPA 903.1 Ra-226 RICH-RC-5005

EPA 904.0 Ra-228 RICH-RC-5005

EPA 905.0 Sr89/90 RICH-RC-5006

ASTM D2460 Total Radium RICH-RC-5027

Standard Method 7500-U-C & ASTM D57174 Uranium RICH-RC-5058

EPA 906.0 Tritium RICH-RC-5007

NOTE:
The Gross Alpha LCS is prepared with Am-241 (unless otherwise specified in the case narratiee)

The Gross Beta LCS is prepared with SdY-90 (unless otherwise specified in the case narrative)

Uncertainty Estimation

STL Richland has adopted the internationally accepted approach to estimating uncertainties

described in "NIST Technical Note 1297, 1994 Edition". The approach, "Law of Propagation of Errors",

involves the identification of all variables in an analytical method which are used to derive a result. These

variables are related to the analytical result (R) by some functional relationship, R= constants * f(x,y,z,.. J

The components (x,y,z) are evaluated to determine their contribution to the overall method uncertainty.

The individual component uncertainties (u) are then combined using a statistical model that provides the

most probable overall uncertainty value. All component uncertainties are categorized as type A, evaluated

by statistical methods, or type B, evaluated by other means. Uncertainties not included in the components,

such as sample homogeneity, are combined with the component uncertainty as the square root of the sum-

of-the-squares of the individual uncertainties. The uncertainty associated with the derived result is the

combined uncertainty (u.) multiplied by the coverage factor (1,2, or 3).

When three or more sample replicates are used to derive the analytical result, the type A

uncertainty is the standard deviation of the mean value ( S/vn), where S is the standard deviation of the

derived results. The type B uncertainties are all other random or non-random components that are not

included in the standard deviation.

The derivation of the general "Law of Propagation of Errors" equations and specific example are

available on request.

STL Richland
rptGenerallnfo v3.72

00 0 0 04



Action Lev An agreed upon activity level used to trigger some action when the final result is greater than or equal to the Action
Level. Often the Action Level is related to the Decision Limit.

Batch The QC preparation batch number that relates laboratory samples to QC samples that were prepared and analyzed
together.

Bias Defined by the equation (Result/Expected)-I as defined by ANSI N 13.30.

COC No Chain of Custody Number assigned by the Client or STL Richland.

Count Error (#s) Poisson counting statistics of the gross sample count and background. The uncertainty is absolute and in the same
units as the result. For Liquid Scintillation Counting (LSC) the batch blank count is the background,

Total Uncert (#s) All known uncertainties associated with the preparation and analysis of the sample are propagated to give a measure
a,.-Combined of the uncertainty associated with the result, u, the combined uncertainty. The uncertainty is absolute and in the

Uncertainty. same units as the result.

(#s), Coverage The coverage factor defines the width of the confidence interval, 1, 2 or 3 standard deviations.
Factor
CRDL (RL) Contractual Required Detection Limit as defined in the Client's Statement Of Work or STL Richland "default"

nominal detection limit. Often referred to the reporting level (RL)

Le Decision Level based on instrument background or blank, adjusted by the Efficiency, Chemical Yield, and Volume
associated with the sample. The Type I error probability is approximately 5%. Lc=(1.645 *
Sqrt(2*(BkgrndCntBkgmdCntMin)/SCntMin)) *(ConvFcll(E@'"Yld*Abn*Vol) * IngrFet). For LSC methods the
batch blank is used as a measure of the background variability. Lc cannot be calculated when the background count
is zero.

Lot-Sample No The number assigned by the LIMS software to track samples received on the same day for a given client. The
sample number is a sequential number assigned to each sample in the Lot.

MDCJMDA Detection Level based on instrument background or blank, adjusted by the Efficiency, Chemical Yield, and Volume
with a Type I and II error probability of approximately 5%. MDC = (4.65 *
Sqrt((BkgmdCnt/BkgmdCntMin)ISCntMin)+2,711SCntMin) *(ConvFcU(Eff* Yld * Abn * Vol) * IngrFct). For
LSC methods the batch blank is used as a measure of the background variability.

Primary Detector The instrument identifier associated with the analysis of the sample aliquot.

Ratio U-234/U-238 The U-234 result divided by the U-238 result. The U-234/U-238 ratio for natural uranium in NIST SRM 432IC is
1.038.

Rst/MDC Ratio of the Result to the MDC. A value greater than I may indicate activity above background at a high level of
confidence, Caution should be used when applying this factor and it should be used in concert with the qualifiers
associated with the result.

RstITotUcert Ratio of the Result to the Total Uncertainty. If the uncertainty has a coverage factor of 2 a value greater than I may
indicate activity above background at approximately the 95% level of confidence assuming a two-sided confidence
interval. Caution should be used when applying this factor and it should be used in concert with the qualifiers
associated with the result.

Report DR No Sample Identifier used by the report system. The number is based upon the first five digits of the Work Order
Number.

RER The equation Replicate Error Ratio =(S-D)/[sqrt(TPUs2+ TPUdz)) as defined by ICPT BOA where S is the original
sample result, D is the result of the duplicate, TPUs is the total uncertainty of the original sample and TPUd is the
total uncertainty of the duplicate sample.

SDG Sample Delivery Group Number assigned by the Client or assigned by STL Richland upon sample receipt.

Sum Rpt Alpha The sum of the reported alpha spec results for tests derived from the same sample excluding duplicate result where
Spec Rst(s) the results are in the same units.

Work Order The LIMS software assign test specific identifier.

Yield The recovery of the tracer added to the sample such as Pu-242 used to trace a Pu-239/40 method.

STL Richtand
rptGenerallnfo v3.72 0 0 0 0 0 5



Sample Results Summary Date: 09-Oct-01

STL Richland STLRL

Ordered by Client Sample ID, Batch No.

Report No.: 17877 SDG No: W03560

Work Order
Client ID Number Paramete r Result +- Uncertalnty Qual Units Yi e ld MDClMDA RER

13126N9 EGG8CIAC TC-99 9.89E+01 +- 1.8E+01 (2s) pCi/L 100.00% 1.14E+01

B126N9 EGG8C2AA TOTAL-URANIUM 1.17E+00 +- 1.9E-01 (2s) ug/L 9.78E-03

B126N9 DUP EGG8CIAG TC-99 1.02E+02 +- 1.8E+01 (2s) pCi/L 100.00% 1.14E+01

B126N9 DUP EGG8CIAH TOTAL-URANIUM 1.25E+00 +- 2.OE-01 (2s) ug/L 9.78E-03

Number of Results: 4

STL Richland RER - Replicate Error Ratio =(S-D)/(sqrt(sq(TPUs)+sq(TPUd))J as defined by ICPT BOA.

rptSTLRchSaSum V3.77 A97
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QC Results Summary Date: 09-Oct-01

STL Richland STLRL

Ordered by QC Type, Batch No.

Report No. : 17877 SDG No.: W03560

Work Order

QC Type Number Parameter Result+- Uncertainty Qual Units Yield Recovery Bias MDCIMDA

MATRIX SPIK EGG8CIAF TC-99 3.54E+03 +-3.OE+02 (2s) pCi/L 100.00% 98.01% 0.0 1.14E+01

MATRIX SPIK EGG8C1AJ TOTAL-URANIUM 9.74E+00 +- 2.6E+00 (2s) ug/L 105.93% 0.1 9.78E-03

BLANKQC EHM331AA TC-99 1.61E+00 +- 1.1E+01 (2s) U pCi/L 100.00% 1.14E+01

BLANK QC EK78R1AA TOTAL-URANIUM 2.29E-03 +- 6.7E-04 (2s) U ug/L 9.78E-03

LCS EHM331AC TC-99 5.21E+02 +- 5.2E+01 (2s) pCi/L 100.00% 96.19% 0.0 1.14E+01

LCS EK78R1AC TOTAL-URANIUM 8.84E-01 +-1.4E-01 (2s) ug/L 97.40% 0.0 9.78E-03

Number of Results: 6

STL Riehland Bias -(Resuit/Expected)-1 as defined by ANSI N13.30.

rptSTLRehQcSum V177 A97 U Qual - Analyzed for, but the result is less than the Mdc/MdalTotal Uncert or gamma scan software did not identify
the nuclide.

OOCCC+7



FORM I

SAMPLE RESULTS

Date: 09-Oct-01

Lab Name: STL Richland SDG: W03560 Collection Date: 7/17/01 9:52:00 AM

Lot-Sample No.: J1G170277-1 Report No. : 17877 Received Date: 7/17/01 2:50:00 PM

Client Sample ID: B126N9 COC No.: C01-037-4 Matrix: WATER LIQUID

Ordered by Client Sample ID, Batch No.

Count Total MDCIMDA, Rpt Unit, Yield RsUMDC, Analysis, Total Sa Aliquot Analy Method,
Parameter Result Qual Error ( 2 s) Uncert( 2 s) Action Lev Lc CRDL(RL) Rst/TotUcert Prep Date Size Size Primary Detector

Batch: 1220383 Work Order. EGG8C1AC ReportDB ID: 9EGG8C10

TC-99 9.89E+01 6.9E+00 1.8E+01 1.14E+01 pCi/L 100.00% (8.7) 8/18101 03:39 a 0.125 TC99CHEMLSC

5.54E+00 1.50E+01 (10.9) L LSC4

Batch: 1270535 Work Order. EGG8C2AA Report DB ID: 9EGG8C20

TOTAL-URANIUM 1.17E+00 1.9E-01 9.78E-03 ug/L (119.8) 10/4/01 01:04 p 100.0 100.0 UKPA

3.46E-03 1.00E-01 (12.3) ML ML LIP3

Number of Results: 2

Comments:

^
C
C-^
^
0
00
STL Richland MDCIMDA,Lc - Detection, Decision Level based on instrument background or blank, adjusted by the sample Efficiency, Yield, and Volume.

rptSTLRchSample V3.77 A97



Lab Name: STL Richland

Lot-Sample No.: J1G170277-1

Client Sample ID: B126N9 DUP

FORM II

DUPLICATE RESULTS

SDG: W03560

Report No. : 17877

COC No.: C01-037-4

Date: 09-Oct-01

Collection Date: 7/17/01 9:52:00 AM

Received Date: 7/17/01 2:50:00 PM

Matrix: WATER LIQUID

Result, Count Total MDCIMDA, Rpt Unit, RstlMDC, Analysis, Total Sa Aliquot Analy Method,

Parameter Orig Rst QuaI Error ( 2 s) Uncert( 2 s) Action Lev CRDL Yield RsilTotUcert Prep Date Size Size Primary Detector

Batch: 1220383 Work Order. EGGSCIAG ReportDB ID: EGG8C1GR Orig Sa DB ID: 9EGG8C10

TC-99 1.02E+02 6.9E+00 1.8E+01 1.14E+01 pCi/L 100 .00% (9.) 8/18/01 05:43 a 0.125 TC99CHEMLSC

9.89E+01 RER 0.3 1.50E+01 (11.1) L LSC4

Batch: 1270535 Work Order: EGG8C1AH Report DB ID: EGG8C1 HR Orig Sa DB ID: 9EGG8C20

TOTAL-URANIUM 1.25E+00 2.OE-01 9.78E-03 ug/L (127.7) 10/4/01 12:53 p 100.0 100.0 UKPA

1.17E+00 RER 0.6 1.00E-01 (12.3) ML ML LIP3

Number of Results: 2

Comments:

C-)
C?

C)

C7

^

^

STL Richland RER - Replicate Error Ratio =(SD)/(sqrt(sq(TPUs)+sq(TPUd))) as defined by ICPT BOA.

rptSTLRehDupV3.77 A97
MDCIMDA,Le - Detection, Decision Level based on instrument background or blank, adjusted by the sample Efficiency, Yield, and Volume.



Lab Name: STL Richland

Lot-Sample No.: J1H080000-383

FORM II

BLANK RESULTS

SDG: W03560

Report No.: 17877

Date: 09-Oct-01

Matrix: WATER

Count Total MDCIMDA, Rpt Unit, Rst/MDC, Analysis, Total 8a Aliquot Analy Method,

Parameter Result Qual Error ( 2 a) Uncert( 2 s) Lc CRDL Yield RsNTotUcert Prep Date Size Size Primary Detector

Batch: 1220383 Work Order: EHM331AA Report DB ID: EHM331AB

TC-99 1.61E+00 U 4.8E+00 1.1E+01 1.14E+01 pCi/L 100.00% 0.14 8/18/01 06:45 a 0.125 TC99CHEMLSC

5.54E+00 1.50E+01 0.29 L LSC4

Number of Results: 1

Comments:

^
G^
C.)
Cl

tt

STL Richland MDCIMDA,Lc - Detection, Decision Level based on Instrument background or blank, adjusted by the sample EfBeiency, Yield, and Volume.

rptSTLRehBiank V3.77 A97
U Qual - Analyzed for, but the result is less than the Mdc/111dalTotal Uncert or gamma scan software did not identify the nuclide.



FORM II

BLANK RESULTS

Date: 09-Oct-01

Lab Name: STL Richland SDG: W03560

Lot-Sample No.: J11270000535 Report No. : 17877 Matrix: WATER

Count Total MDCiMDA, Rpt Unit, RstfMDC, Analysis, Total Sa Aliquot Analy Method,

Parameter Result Qual Error ( 2 s) Uncert( 2 s) Lc CRDL Yield RsvTotUcert Prep Date Size Size Primary Detector

Batch: 1270535 Work Order. EK78RtAA ReportDBID: EK7BR1AB

TOTAL-URANIUM 2.29E-03 U 6.7E-04 9.78E-03 ug/L 0.23 10/4/01 12:42 p 100.0 100.0 UKPA

3.46E-03 1.00E-01 (6.8) ML ML LIP3

Number of Results: 1

Comments:

C)

G>

C7

G>

h+

STL Richland MDCiMDA,Lc - Detection, Decision Level based on instrument background or blank, adjusted by the sample Effieiency, Yield, and Volume.

rptSTLRehBlank V3.77 A97
U Qual - Analyzed for, but the resuit is less than the MddMdalTohl Uncert or gamma scan software did not identify the nuciide.



Lab Name: STL Richland

Lot-Sample No.: J1H080000-383

FORM II

LCS RESULTS

SDG: W03560

Report No.: 17877 Matrix: WATER

Date: 09-Oct-01

Count Total Report Expected Recovery, Analysis, Aliquot Analy Method,
Parameter Result Qual Error ( 2 s) Uncert(2 s) MDCIMDA Unit Yield Expected Uncert Biss Prep Date Size Primary Detector

Batch: 1220383 Work Order. EHM331AC ReportDB ID: EHM331 CS

TC-99 5.21E+02 1.2E+01 5.2E+01 1.14E+01 pCi/L 100.00% 5.42E+02 8.4E+00 96.19% 8/18/0107:46a 0.125 TC99CHEMLSC

Rec Limits: 70. 130. 0.0 L LSC4

Number of Results: 1

Comments:

^
Ct
c)
C)
I^
to

STL Richland Bias -(Resuit/Ezpeeted)}1 as defined by ANSI N13.30.

rptSTLRchLCs V3.77 A97



FORM II

Lab Name: STL Richland

Lot-Sample No.: J11270000-535

Date: 09-Oct-01

LCS RESULTS

SDG: W03560

Report No.: 17877 Matrix: WATER

Count Total Report Expected Recovery, Analysis, Aliquot Analy Method,

Parameter Result Qual Error ( 2 s) Uneert( 2 s) MDCIMDA Unit Yield Expected Uncert Bias Prep Date Size Primary Detector

Batch: 1270535 Work Order. EK78R1AC Report DB ID: EK78R1CS

TOTAL-URANIUM 8.84E-01 1.4E-01 9.78E-03 uglL 9.08E-01 6.3E-03 97.40% 1014/01 12:45 p 100.0 UKPA

Rec Limits: 70. 130. 0.0 ML LIP3

Number of Results: 1

Comments:

C1
O
C.)
n
F-^

STL Richland Bias -(ResultlExpected)-l as deBned by ANSI N13.30.

rptSTLRchLcs V3.77 A97



Lab Name: STL Richland

LotSample No.: J1G170277-1

FORM II

MATRIX SPIKE RESULTS

SDG: W03560

ReportNo.: 17877

Date: 09-Oct-01

Matrix: WATER LIQUID

Parameter
SpikeResult, Count
Orig Rat Qual Error ( 2 s)

Total
Uncert(2 s) MDCiMDA

Rpt Unit,
CRDL Yield

Rec- Exp- Exp Analysis,
overy ected Uncert Prep Date

Aliquot
Size

Analy Method,
Primary Detector

Batch: 1220383 Work Order. EGG8CIAF Report DB ID: EGG8CIFW Orig Sa DB ID: 9EGG8C10

TC-99 3.54E+03 3.OE+01 3.0E+02 1.14E+01 pCi/L 100.00% 98.01% 3.61E+03 .4E+018/18/01 04:41 a 0.125 TC99CHEMLSC

9.89E+01 RER 23.3 L LSC4

Batch: 1270535 Work Order: EGG8C1AJ Report DB ID: EGG8C1JW Orig Sa DB ID: 9EGG8C20

TOTAL-URANIUM 9.74E+00 2.6E+00 9.78E-03 ug/L 105.93% 9.20E+00 1.6E-01 10/4/01 01:01 p 98.2 UKPA

1.17E+00 RER 6.5 ML LIP3

Number of Results: 2

Comments:

C)

C)

C_1

CD

^

STL Richland RER - Replicate Error Ratio =(S-0)I[sqrt(sq(TPUs)+sq(TPUd))] as defined by ICPT BOA.

rptSTLRchMS V3.77 A97
Bias -(ResuM/Expeeted)-1 as defined by ANSI N73.30.



Data Review Checklist
RADIOCHEMISTRY

Lot Number: `SI G l 1

Client ID: (3 f} T-
Du e Date: 3̀ --3 1- O 1
QC Batch Number: d aO 3 SDG Number:
Method Test Parameter: T-4 9

Matrix: o
Review Item Yes (-V ) No (J ) N/A (J ) 2 Level

Review (^1)
A. Calibration
1. Is the calibration documentation included where app licable? /^

/
l/

B. Sample Analysis
1. Are the sam p le vields within acceptance criteria? /,
2. Were all samp le holding times met?
3. Is the sample Minimum Detectable Activity < the Contract
Detection Limit?

C. QC Samples
1. Is the blank vield within acceptance criteria?
2. Is the Minimum Detectable Activirv for the blank result _ the
Contract Detection Limit?
3. Does the blank result meet the Contract criteria?
4. Is the blank result <the Conmtct Detection Limit?
5. Is the blank result > the Contract Detection Limit but the sample
result < the Contract Detection Limit?

x I I

6. Is the LCS result within acceptance criteria?
7. Is the LCS vield within acceptance criteria?

8. Is the LCS Minimum Detectable Activity <_ the Contract Detection
Limit^

y
/\

9. Do the MS/MSD results and vields meet acceptance criteria?
10. Do the duplicate sample results and yields meet acceptance
criteria?

D. Other
1. Are all Nonconfortnances included and noted?
2. Are all req uired forms filled out?
3. Was the correct methodoloev used?
4. Was transcri ption checked?
5. Were all calculations checked at a minimum fre uenev?
6. Were units checked?

Comments on any'`No° response:

First Level Review:

Second Level Review:

LS-038. Rev. 7, 8/00

Darn: 1^ D

Date:

0U^C15



Data Review Checklist
RADIOCHEMISTRY

First Level Review

LotNumber: TiG/7n^^^
Client ID: i^^e^j

Method Test Parameter: u.. rG, n, u rvt

Review Item Yes No ( N/A
A. COC
1. Is the ICOC page complete (includes all applicable analysts, dates,
SOP numbers and revisions)? 3

_

B. QC Batch
1. Do the Summary/Detailed Reports Mclude a calculated result for
each sample listed on the QC Batch Sheet?
2. Are the QC a ro riate for the analysis included in the batch? 3

3. Is the Analytical Batch Worksheets complete (includes, as
a ro riate, volumes, count times, etc.)?
4. Does the Worksheets include a Tracer Vial label for each sample?
C. QC & Samples
1. Is the blank result, 'eld and MDA within contract limits? 3
2. Is the LCS result yield and NIDA within contract limits? 3
3. Are the MSNSD results, yields and TNiDAs within contract limits?
4. Are the dup licate results, yields and ivIDAs within contract limits?
5. Are the samp le yields and MDAs within contract limits? 3

D. Raw Data
1. Were results calculated in the correct units?
2. Were analvsis volumes entered correctl ? ti
3. Were yields entered correctl ?
4. Were spectra reviewed/meet contractual requirements?

5. Were raw counts reviewed for anomalies?
E. Other
1. Are all Nonconfotmances included and noted? 3
2. Are all required forms filled out? r
3. Was the correct methodolo gy used?

. Was transcrip tion checked?
1 . Were all calculations checked at a minimum fre uenc ?

Comments on any "No" response: Bf 4•^K o K a ti /I ., . hG rr, J/?

First Level Review: J4 y ^ Date: /y

LS-038A, Rev. 8, 8/01

GU^Gi^i



Data Review Checklist
RADIOCHEMISTRY

Second Level Review

OC Batch Number: 12-7o53 5

Review Item Yes No N/A
A. Calibration
1. Is the calibration documentation included?

3

B. Sample Analysis
I. Are the sam p le vields within acceptance criteria? 3
2. Is the sample Minimum Detectable Activity < the Contract
Detection Limit?

3

C. QC Samples
1. Is the blank yi eld within acceptance criteria? 3

2. Is the Minimum Detectable Activity for the blank result <_ the
Contract Detection Limit? 3

3. Does the blank result meet the Contract criteria? °
4. Is the blank result < the Contract Detection Limit?
5. Is the blank result > the Contract Detection Limit but the sample
result < the Contract Detection Limit?
6. Is the LCS result within acceptance criteria?
7. Is the LCS vield within acceptance aiteria? 3
S. Is the LCS Minimum Detectable Activity S the Conttact Detection
Limit? 3
9. Do the MSlMSD results and yields meet acceptance criteria?
10. Do the duplicate sample results and yields meet acceptance
criteria? 3

D. Other
1. Are all Nonconformances included and noted? 3

2. Are all r aired forms filled out?
3. Was the correct method'olo used? 3
4. Were units checked?

Comments on any "No" response: 0 ^

Second Level Review: -r^^^ Date: ^-9-0 l

LS-0388, Rev.9, 09/01

0Ut;C17



Clouseau
Nonconformance Memo

NCM #: J04246 Classification: Anomaly

NCM Initiated By: Pam Kenitzer Status: l]ARENIEW

Date Opened: 10/08/01 Production Area: Environmental - Prep

Date Closed: N/A Tests: UNat by KPA

Lot#'s(Sample#'s): J1G170277(1);J11270000(535)
QC Batch: 1270535

Nonconformance: Blank result above Contract Limit

Subcategory: Unknown

Pro b lem Description / Root Cau se

Name Date Descriotion

PamKenitzer 10/08/01 Blt3nk'*^stf
batChes;tf^!

Corrective Action

Name Date Corrective Action

Pam )40;*W,... 1li^bf4^` .Soinples rearttr^t^jd.

Client Notification Summary

Client Proiect Manaaer Date Notified Response Date How Notified

BECHTEL HANFORD, INC. Jackie Waddell 10/09/01 10/09/01 by narrative

Response Response Details

No response saved

Approval History

Name Date Approved: Posi tion

Pam Kenitzer 10/08/01

David Harbinson 10/09/01

Jackie Waddell 10/09/01

Date Printed: 10/09/01 Page 1 of 1

pD1r
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PNNL CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST

C.O.C.U

CO1-037-4

Page 1 of )

lWorYOUNG ontacURequester elephone No. MSIN FAX

F No. mpling Origin Purchue Order/Charge Code

Project Title Log o _ Ice Chest N uA _ .L

Y • !

Temp.

Melhod o Shipment Bill of Lading/Ai r Bill No.

Protocol Data Turnarouud site Property No.

POSSIBLE MPL
^
HAZARDSlREMARKS

.. .. S^` /-^

Y3(0D JIG 70^ -2

PECIAL INSTRUCTIONS Hold Tme Total Activity Exemption:
FAX eopies of STL log-in to JH Kestuer, 372-9487 & DL Stewnt, 372-1704.
Submeinvoices&ddivasbkstoJHKesme+

Yes No

Sample No. Lab ID • Dafe Time No/fype Container Sample Analysis Preservative

B126N9 W ^ 3x4Wnl. aGs' 8240_VOA_GCMS: List-1 (33) HCI or H2SO4 to
pH <2 Coo14C

B126N9 W 1>20-mL P Activity Scan None

B126N9 W 3x1000-mL GIP TC99_SEP_LSC: TG99 (i) HCl to pH <2

B126N9 W 1x500-mL G)P UiOT_KPAU2nium(1) HNO3 topH<2

A

-

^

Relinquished By Dadfc

7 ZRRI
8p1 '- '" Print Si@t I'L DatNfime

t 1 GVttf-0 JU L s
SE

Matrix •

= Soi1 DS =1>nunSolid_
S t DL = Drum Liquidi

Relmquished By ^ DrtNfime ^I ^ By SO
SL
W

mene
= Solid
= Sludge
= Water

7 = Tissoe
W[ - Wipe
L = Liquid

Rdio^tp¢edBy

C7
^^®e

Dde/TimeRecerved By
0
A

= Oil
= Air

V = Vegetation
X = Other

Rdj!fuxl By Dawlfime By DatHfime

FINAL SAMPLE

DISPOSITION

DiWosd Method (e.g.. Retun to aatamey per leb pma8oe, used in pecesa) Disposed By Daldfime



STL Richiand
Sample Check-in List

Date/Time

Work Order N»mberS / I l. /l //

Shipping Container ID:hLno,;

SDG#: NA[]

^
SAF#: - , ZNA[]

Chain OfCustody #: I 3-7""4
1. Custody Seals on shipping container intact?

2. Custody Seals dated and signed?

NA[] Yes[] No^

NA[] Yes[] No[

3. Chain of Custody record present? Yes No []
U

4. Cooler temperattue: NA ( ]

5. Vermiculite/packing materials is NA [(.j' Wet [] Dry[]

6. Number of samples in shipping container.

7. Sample holding times exceeded? NA U/Yes [] No

S. Samples have:
tJ tape

costody seals

9. Samp1 are:
good condition

broken

10. Sample pH taken?

11. Were any anomalies identified in sample receipt?

_hazard labels
____appropriate samples labels

_leaking
have air bubbles

(Only for samples requiring head space)

NA[YPri^[l pH>2[]

Yes[] No[q-^

12. Description of anomalies (include sample numbers):

[] No action necessary; process as is.

Project Manager

LS-023, 6/01, Rev. 3 0 00 021

Client Infortned on by Person contacted



Client Sample Screening Results

20-Jul-01

CLIENT CODE ID MATRIX RECEIVED DETECTOR ACQ DATE SAMPLE MINUTES CNTS A NET CPM A CNTS B NET CPM B

BHI B126N9EGG8C 7/19/0110:30:00AM QUAD21 B 7/19/01 2:45:54 PM B126N9EGG8C 30 5 0.088333333 51 0.81166667

EGG8C' LIQUID Bkg: 7/19/01 2:15:55 AM 600 47 0.078333333 533 0.88833333

Anl Date: 7/19/01 Tot Sa, Alq: 3.50E+00 IAOE+01 Alp; (Dpm/ 2.59E-01 (uCi/ 4.08E-05 (pCi/ 1.17E+01 + 2.IE+01 CAT 2.IE+00 Lab

Ppt mg: 2.8 Units: L , ml Bet; Alq): 1.52E+00 Sa): 2.40E-04 Ljg): 6.87E+01 + 2.1E+01 1 7.3E-0I
Alq

Llg

a
CI
C.)
C7
to
r,} 20-J111-0I STL Richland, SCP V2.4

V,
-7pulol

I



RQC053 Severn Trent Laboratories, Inc. Run Date: 8/15/01
Information Sheet Had Prep Time: 10:29:33

Parent Batch:
Associated Batches: ************************ Page: 1

* *

QC BATCH: 1220383 *
* *

**********************i**

S5: Technetium-99 bv Liq,i d Scint Analyt ical Due Date: 8/31/01
FPa Tc-99 P/rC065
51: CLIENTe RD Project Manager: JW2

Lot# Analyt Due Client Name Mid/Ave Tracer ID Screen Info - (Ci) PM
Work Order Client Matrix Aliquot Geometry Count Time Date/Time Spike ID CRDL Units Alpba Beta Bin

J1G170277-001 8/31/01 Bechtel Hanford, JW2
EGG8C-I-AC WATER .0000 .000 7/17/01 9:52 15 pCi/L 1.17E-14 6.87E-14
Comments: WATER J1G170277

J1G170277-001 S 8/31/01 Bechtel Hanford, JW2
EGG8C-I-AF WATER .0000 .000 7/17/01 9:52 pCi/L 1.17E-14 6.87E-14
Comments: WATER J1G170277

J1G170277-001 X 8/31/01 Bechtel Hanford, JW2
EGG8C-1-AG WATER .0000 .000 7/17/01 9:52 15 pCi/L 1.17E-14 6.87E-14
Comments: WATER J1G170277

J1H0800D0-383 B 8/31/01 Bechtel Hanford, JW2
EHM33-1-AA WATER 7/17/01 9:52 15 pCi/L **NA **NA
Comments:

JiH080000-383 C 8/31/01 Bechtel Hanford, JW2
EHM33-1-AC WATER 7/17/01 9:52 15 pCi/L **NA **NA

Comments:

J1H080000-383 B 8/31/01 Bechtel Hanford, JW2
EHM33-1-AD WATER 7/17/01 9:52 15 pCi/L **NA **NA

Comments:

Total Number of Samples In Batch: 00006

Batch Information: Dry Wt: N Decay Correct: Y Blank Sub: None Call In:

Uncert: Both Sigma: 1.960 ODR: Target List + Other Detected

BLANK CRDL Tracer Yield Type QC Control Limits

ec ne ium 99 15 R=

** NYS = Not Yet Screened
** NA = Not Applicable

^ ** Other = Other than Gross Alpha or Gross Beta
il++ Indicates that Batch Information has changed for this sample. Print worksheet for deta s.

C)

c-)
^
rd^
w



8/21/0110:51:12AM ICOC Fraction Transfer/Status Report
ByDate: 7/22/01, 8/22/01, Batch:'1220383', User:'AII Order by BatchNbr,WorkOrderNbr,DateTimeAccepting

Q Batch Work Ord CurStatus Accepting Comments

1220383

InCnt1 DOWNEYS 8/15/01 10:29:35 AM

DOWNEYS InSepl 8/15/01 10:29:35 AM RICH-RC-5065 REVISION 3
BlackCL InCntl 8/17/01 11:06:28 AM RICH-RD-0001 REVISION 1

BlackCL 8/17/01 11:06:28 AM

e /r

OG^C24
STL Richland Grp Rec Cnt:2
Richland WaWe.

Page 1 ICOCFractions v4.3.1



RQC053 Severn Trent Laboratories, Inc. Run Date: 9/27/01
Information Sheet Rad Prep Time: 15:34:55

Parent Batch:
Associated Batches: ************************ Page: 1

* *

QC BATCH: 1270535 *
* *
*****f*************f*i,*f

SS: Total Uranium by KPA Analyt ical Due Date: 8/31/01
DHc UNat Laser PrpRC5015
51: CLIENT: HANRO Project Manager: JW2

Lot# Analyt Dne Client Name Mid/Ave Tracer ID Screen Info - ( Ci) PM
Work Order Client Matrix Aliquot Geometry Count Time Date/Time Spike ID CRDL Units Alpha Beta Bin

J1G170277-001 X 8/31/01 Bechtel Hanford, JW2
EGG8C-I-AH WATER .0000 .000 7/17/01 9:52 0.1 pCi/L 1.17E-14 6.87E-14
Comments: WATER J1G170277

J1G170277-001 S 8/31/01 Bechtel Hanford, JW2
EGG8C-1-AJ WATER . 0000 .000 7/17/01 9:52 pCi/L 1.17E-14 6.87E-14
Comments: WATER J1G170277

8/31/01 Bechtel Hanford, JW2
EGGBC-2-AA WATER .0000 .000 7/17/01 9:52 0.1 pCi/L 1.17E-14 6.87E-14
Comments: WATER J1G170277

8/31/01 Bechtel Hanford, JW2
EK78R-1-AA WATER 7/17/01 9:52 0.1 pCi/L **NA **NA
Comments:

J1I270000-535 C 8/31/01 Bechtel Hanford, JW2
EK78R-1-AC WATER 7/17/01 9:52 0.1 pCi/L **NA **NA

Comments:

Total Number of Samples In Batch: 00005

Batch Information: Dry Wt: Decay Correct: Y Blank Sub: None Call In:

Uncert: Both Sigma: 1.960 ODR: Target List + Other Detected

BLANK CRDL Tracer Yield '1yDe QC Control Limits
ranDium- 0 .1 IiP13-

** NYS = Not Yet Screened
** NA = Not Applicable
** Other = Other than Gross Alpha or Gross Beta
++ Indicates that Batch Information has changed for this sample. Print worksheet for details.

C)
O
CJ
^
r^
cr^



10/8/01821:45AM
ICOC Fraction Transfer/Status Report

ByDate: 9/8/01, 10/9/01, Batch:'1270535', User:'All Orderby BatchNbr,WorkOrderNbr,DateTimeAccept3ng

O Batch Work Ord CurStatus Accepting Comments

InCntt SILLIMANT 9/28/01 12:52:11 PM

SILLIMANT InPrep 9/28/01 12:52:11 PM RICH-RC-5015 REVISION 2

MONROEJ InCntl 10/4/01 10:42:32 AM RICH-RC-5058 REVISION 4

MONROEJ 10/4/01 10:42:32 AM

^

0 0 0 0 26

STL Richland
Grp Rec Cnt:2

Page 1 ICOCFractions v4.3.1
Richland We.
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